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Abstrac t-This  paper  presents  a  generic  formal  model  for  the 
specification  and  design  of  the  sequential  control  for  lower-limbs 
training  machines.  An  object  extension  of  Statecharts  is  used  as 
a  modeling  formalism.  The  resulting  hybrid  and  hierarchical 
control  system  interprets  the  required  training  specifications  for 
a  particular  user  to  execute  the  corresponding  sequence  of 
switching  (position,  speed  and  force)  control  laws. 
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I.  Introduction 

Training  and  rehabilitation  machine  for  the  lower  limbs 
are  becoming  widely  used  today  [1],  The  design  and  the 
development  of  the  control  system  for  such  machines  is  faced 
with  a  number  of  scientific  and  technical  challenges.  The 
domain-specific  knowledge  should  therefore  be  exploited  to 
provide  assistance  for  this  design  and  development  process, 
by  proposing  a  generic  reusable  model  that  can  easily  be 
specialised  for  the  development  of  the  control  system  for  any 
particular  training  machine. 

The  main  goal  of  the  control  system  of  a  lower-limbs 
training  machine  is  to  execute  a  co-ordinated  training 
sequence,  alternating  an  upward  movement  and  a  downward 
movement.  The  type  of  the  movement  (velocity,  position, 
and/or  force  controlled)  is  to  be  determined  as  a  function  of 
the  required  training  mode  for  a  particular  user.  The  control 
system  is  also  required  to  handle  other  tasks  such  as: 
initialisation,  calibration  of  the  effort  measurement  to  take  the 
gravity  force  into  account,  management  of  user's  safety,  as 
well  as  other  specific  features. 

The  aim  of  this  paper  is  to  propose  a  hierarchical  formal 
model  that  capture  the  generic  sequential  control 
requirements  related  to  the  co-ordination  and  the  execution  of 
the  identified  movements  and  tasks.  Section  2  presents  the 
requirement  analysis  of  the  sequential  control  and  co¬ 
ordination  system  and  introduces  an  object  extension  of 
Statecharts,  which  is  next  used  in  Section  3  to  specify  the 
required  generic  sequential  control  model. 

II.  Requirement  analysis  and  specification  formalism 

Training  machines  should  be  able  to  carry  out  different 
training  configurations  to  comply  with  the  diversity  of 
requirements  in  medicine  and  sports.  A  preliminary  analysis 
of  different  training  configurations  [2],  [3]  has  shown  that  a 
training  phase,  in  general,  is  characterised  in  terms  of  the 
muscular  group,  the  training  mode,  the  training  type,  and  the 
movement  direction  involved  (Table  1).  These  terms  define 
the  direction  of  the  muscular  force,  the  required  movement 
type  for  a  specific  training  or  rehabilitation  phase,  the  nature 
of  the  required  muscular  force,  and  the  movement  direction, 
respectively.  Table  1  also  shows  that  three  control  laws 
(position,  velocity,  and  force)  are  required  to  carry  out  the 
different  movement  types. 


Bellegarde,  France. 

Table i 

CORRESPONDENCE  BETWEEN  MEDICAL  AND  TECHNICAL  TERMS 


Medical  term 

Corresponding  definition 

Muscular  group 

Direction  of  muscular  force 

-  quadriceps 

upward 

-  hamstrings 

downward 

Training  mode 

Movement  type 

-  isokinetic . 

.  constant  velocity  with  constraints  on  the  muscular  effort 

-  steering . 

constant  velocity  without  constraints  on  the  muscular  effort 

-  isotonic . 

.  simulation  of  a  constant  heavy  load 

-  physiokinetic  ... 

.  simulation  of  a  heavy  load  as  a  function  of  the  position 

-  assisted . 

velocity  is  a  function  of  the  muscular  reaction,  motor  assistin 
this  movement  against  gravit 

-  stretching . 

simulation  of  a  heavy  load,  resulting  in  a  low-speed 
movement  to  attain  an  equilibrium  with  the  muscular  effort 

-  isometric . 

limb  maintained  immobile  while  the  user  produces  a 
muscular  effort 

Training  type 

Nature  of  muscular  force 

-  concentric 

muscle  driving 

-  eccentric 

muscle  resisting 

Limb  movement 

Movement  direction 

-  extension 

up 

-  flexion 

down 

This  analysis  also  shows  that  a  sequential  controller  for  a 
training  machine  should  be  structured  into  three  levels  (Fig. 
1).  A  training  session  comprises  a  number  of  successive 
phases.  A  phase  corresponds  to  the  execution  of  a  number  of 
series,  each  of  which  involves  a  specified  number  of 
repetitions  of  two  movement  patterns:  an  upward  movement 
corresponding  to  an  extension  of  the  limb  and  a  downward 
movement.  The  required  movement  pattern  is  selected  as  a 
function  of  the  muscular  group,  the  training  mode  and  the 
training  type  characterising  the  current  phase.  Each 
movement  pattern  involves  the  execution  of  a  corresponding 
sequence  of  position,  velocity  and  force  control  laws,  and  the 
setting  of  the  required  reference  value  for  the  current  control 
law.  These  switching  control  laws  correspond  to  the 
continuous  part  of  the  control  system,  and  should  be 
specifically  designed  to  cope  with  the  mechanical  structure 
and  design  of  the  target  training  machine.  Two  types  of 
information  flow  can  also  be  distinguished  in  Fig.  1: 
information  exchanged  with  the  machine  (control  signals  and 
sensory  information)  and  information  exchanged  with  the 
user  (orders  and  messages). 

In  order  to  manage  the  complexity,  and  to  ensure  the 
quality  of  the  resulting  sequential  controller,  the  specification 
framework  to  be  used  should  be  based  on  a  graphical 
formalism,  easy  to  use  by  the  domain  expert,  and  expressive 
enough  to  capture  the  different  aspects  related  to  the  co¬ 
ordination  and  the  execution  logic  of  the  control  tasks.  This 
formalism  should  support  hierarchical  decomposition  to 
model  the  3-level  sequential  control  structure  depicted  in  Fig. 
1.  To  satisfy  these  criteria,  an  object-oriented  extension  of 
Statecharts  was  used  for  the  specification  of  the  sequential 
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controller.  This  extension  is  based  on  the  use  of 
communicating  modules  related  by  hierarchical  invocations. 
These  notions  are  briefly  presented  below,  and  a  more 
detailed  presentation  of  this  extended  Statecharts  formalism 
can  be  found  in  [4], 


Fig.  1 .  Hierarchical  control  structure 


A.  Modules 

With  respect  to  a  classical  object  structure,  a  module  (Fig. 
2)  represents  a  class  whose  attributes  are  enriched  with  a 
dynamic  behaviour  that  is  common  to  all  of  the  instances. 
This  dynamic  behaviour  is  specified  by  Statecharts  [5], 
Objects  are  defined  as  instances  of  modules. 

A  Statechart  associated  to  a  module  characterises  the 
behaviour  common  to  its  instances.  This  Statechart  defines 
the  logic  of  execution  of  the  different  tasks  and  provides  a 
coherent  and  synthetic  vision  of  the  control  flow.  Statecharts, 
indeed,  are  a  compact  and  expressive  visual  modelling 
formalism  that  extends  conventional  state-transition  diagrams 
with  the  notions  of  hierarchy,  concurrency  a 
communication  [5],  Activities  can  be  executed  in  a  given 
state  using  the  primitive  throughout.  Operations  can  also  be 
associated  to  the  transitions  of  Statecharts.  A  transition  is, 
therefore,  labelled  with  the  notation  'condition  /  operation’. 


Module 

Attributes 
attribute_l  :  type 
attribute_2  :  type 


Behaviour:  specified  by  Statecharts 


Fig.  2.  The  module 
B.  Hierarchical  invocation 

Objects  can  be  related  hierarchically  by  means  of  the 
hierarchical  invocation  primitive  "Invoke(object)".  The  use  of 
this  primitive  within  an  "invoking"  state  of  Statecharts  results 
in  the  establishment  of  a  hierarchical  relation  between  the 
current  executing  instance  (super-instance)  and  an  instance  of 


another  module  (sub-instance).  The  hierarchical  invocation  is 
accompanied  by  the  execution  of  the  Statecharts  of  the  sub¬ 
instance.  The  established  hierarchical  relation  is  dynamic  in 
the  sense  that  it  is  destroyed  when  the  invoking  state  is 
deactivated.  Dining  an  invocation,  the  sub-instance  has 
access  to  the  attributes  of  the  super-instance. 

III.  Hierarchical  control  system 

This  section  presents  the  generic  modules  used  for  the 
specification  of  the  sequential  controller.  The  attributes  of 
these  modules  describe  training  parameters  as  well  as  the 
parameters  related  to  control  laws  and  to  patients.  Each  of  the 
following  sub-sections  is  dedicated  to  the  specification  of  one 
of  the  three  levels  of  the  sequential  controller. 

A.  Level  1:  Training  session 

The  module  (Fig.  3)  corresponding  to  a  training  session  is 
used  to  co-ordinate  the  training  (or  rehabilitation)  modes  and 
the  consecutive  phases  that  form  the  session.  The  attributes, 
whose  values  are  to  be  instantiated  for  each  specific  training 
session,  are:  i)  the  number  of  phases  of  the  session,  p\  ii)  a 
table,  phase ,  referencing  the  successive  phases  of  the  session; 
and  iii)  an  index,  i,  to  the  current  training  phase. 

The  behaviour  of  this  module  is  given  by  the  states: 
Preparation,  Calibration,  Phase,  Abnormal_state,  and 
Emergency _state.  A  start  order,  given  by  the  user,  activates 
the  Preparation  state,  which  is  used  to  initialise  training 
parameters  and  to  adapt  the  seat  positioning  to  the 
morphology  of  the  current  user.  The  Calibration  state  can 
then  be  activated  when  the  calibrate  user  order  is  given.  This 
state  invokes  the  Movement _calibration  module,  which  is 
used  to  identify  the  gravity  force  of  the  limb  and  the  moving 
part  of  the  machine,  for  each  of  the  positions  of  the  whole 
range  of  movement.  During  the  subsequent  training  phases, 
this  data  will  be  subtracted  from  the  measured  force  to  obtain 
a  correct  estimation  of  the  muscular  effoit  of  the  patient.  The 
two  modules  referenced  above  (  Setup  and 
Movement_calibration)  correspond  to  the  execution  of  a 
number  of  successive  operations,  and  their  realisation 
depends  on  the  structure  of  the  target  machine. 


_ Training  session _ 

name  /*  name  of  the  session  */ 

p  /*  number  of  phases  comprising  the  training  session  */ 

phase  /*  table  referencing  the  p  successive  phases  of  the  session  */ 
i  /*  index  varying  from  1  to  p  to  indicate  the  number  of  the 

current  training  phase  */ 


Emergency_state 


end_emergency_state 


critica  fault 


Training 

[Preparation 
Invoke(Setup) 


resume  a  i<p  a  end_phase  /  i=i+l 

i=p  a  end_phase 


end 


.setup^^" 


Calibration 

Invoke(Movement_calibration)  I 


resume  a  end_calibratio 
_ Zi=I 


minor  fault 


Abnormal_state ) 


Fig.  3.  Specification  of  the  Training-session  module 


When  the  Calibration  state  ends,  the  resume  user-order 
results  in  the  initialization  of  the  attribute  i  to  1,  and  the 
activation  of  the  state  Phase.  This  invokes  the  instance 
designated  b  phase[i]  of  the  module  Phase  (corresponding 
to  the  second  level  of  the  hierarchy)  to  execute  the  first 
training  phase.  When  a  phase  ends,  a  subsequent  resume 
order  triggers  the  self-looping  transition,  provided  that  the 
current  phase  has  terminated  (the  corresponding  instance  has 
reached  the  state  end _phase,  see  Fig.  4),  and  that  it  is  not  the 
final  phase  of  the  configuration  (i.e.,  i  <  p).  This  transition 
increments  the  variable  i  so  as  to  execute  (invoke)  the  next 
phase  of  the  training  session.  At  the  end  of  the  final  phase, 
i=p  a  end jphase,  the  state  end-session  is  activated  to  signal 
the  end  of  the  training  session. 

The  occurrence  of  serious  fault,  such  as  emergency_stop, 
end  of  course,  or  electronic  errors,  deactivates  the  Training 
super-state  and  activates  the  Emergency _state.  These  critical 
faults  require  an  acknowledgement  and  a  re-initialisation  of 
the  system.  On  the  other  hand,  utilisation  faults,  such  as  the 
absence  of  the  limb,  generate  an  abnormal-fault  event  to  stop 
the  current  movement  and  guarantee  the  user's  safety.  The 
machine  should  therefore  be  equipped  by  sensors  to  detect 
this  type  of  fault. 

B.  Level  2:  Phase 

A  phase  is  given  by  a  succession  of  training  series 
separated  by  a  period  of  muscular  relaxation.  Each  series 
comprises  a  number  of  repetitions  of  a  particular  upward 
movement  pattern  followed  by  a  particular  downward  pattern, 
which  are  selected  as  a  function  of  the  muscular  group,  the 
training  mode,  and  the  training  type  required  for  the  current 
phase.  This  information,  to  be  given  by  a  physiotherapist,  is 
represented,  respectively,  by  the  attributes  muscle ,  mode  and 
type  of  the  module  Phase  (Fig.  4).  The  other  attributes  of  this 
module  represent: 

-  the  number  of  series,  nb_series,  and  repetitions,  nb_rep ,  of 
the  phase 

-  pointers  to  the  current  series,  j,  and  the  current  repetition,  k: 

-  identifiers  to  the  upward  and  downward  patterns  to  be 
invoked  in  the  current  phase. 

The  Statechart  of  the  module  Phase  has  a  super-state. 
Movement ,  during  which  the  control  laws  are  executed,  a 
state  Relaxation  and  a  state  end_phase  indicating  the  end  of 
the  current  phase.  The  invocation  of  an  instance  of  this 
module  (from  the  state  Phase  of  module  Session ),  triggers  the 
initialization  transition,  which  sets  the  attributes  j  and  k  to 
indicate  the  first  repetition  of  the  first  series.  This  transition 
also  results  in  executing  the  method  calculate _pattern,  which 
determines  the  modules  of  level  three  corresponding  to  the 
(upward  and  downward)  movement  patterns  required  for  the 
current  phase.  The  names  of  these  modules  are  assigned  to 
the  attributes  upward _pattern  and  downward-pattern  as  a 
function  of  the  values  of  the  attributes  mode ,  muscle  and  type 
of  the  instantiated  phase. 

The  state  Reach_reference _position  invokes  the  pattern 
named  Free_down  (not  described  in  this  paper)  of  level  3, 
which  brings  the  leg  to  the  low  reference  position  of  the 
patient.  In  this  position,  the  first  series  of  the  current  training 
phase  starts  executing  the  alternating  states 
Upward_movement  and  Downward_movement  that  invoke 


the  modules  referenced,  respectively,  by  the  attributes 
upward _pattern  and  downward _pattern.  The  transitions 
between  these  two  states  are  taken  when  the  machine  arrives 
to  the  upper  or  to  the  lower  reference  position.  The  transition 
from  Downward_movement  to  Upward_movement  also 
updates  the  repetition  counter  by  incrementing  the  attribute  j. 
When  all  the  repetitions  of  the  current  series  are  executed 
(i.e.,  j=nb_rep )  the  Relaxation  state  is  activated.  This  state, 
which  can  also  be  entered  if  the  user  order  relax  is  given 
during  the  Movement  super-state,  has  two  output  transitions: 

-  the  first  transition  is  taken  when  the  end  of  the  phase  is 
reached  ( k=nb_series )  to  activate  the  state  end _phase\ 

-  the  second  transition  is  activated  by  the  repeat  user-order  to 
start  the  next  series  of  the  current  phase  by  incrementing  k, 
setting  j  to  1  and  activating  the  Downward_movement  state. 

The  characteristic  parameters  (force  versus  position)  of 
the  movement  under  execution  should  be  visualised 
throughout  the  states  Upward_movement  and 
Downward_movement,  so  as  to  provide  information  related  to 
the  performance  of  the  patient. 


_ Phase _ 

name  /*  name  of  the  phase  */ 

nb_rep  /*  number  of  repetitions  in  each  series  */ 

nb_series  /*  number  of  series  of  the  phase  */ 

muscle  /*  the  muscle  to  be  trained  (quadriceps,  hamstrings,  or  both)  */ 
mode  /*  one  of  the  training  modes  indicated  in  table  1  * 

type  /*  training  type  (Concentric,  Eccentric,  or  both)  *1 

j  /*  number  of  the  current  repetition  */ 

k  /*  number  of  the  current  series  *1 

upward_pattem  /*  name  of  the  module  corresponding  to  the  upward 
pattern  of  the  current  phase  */ 

downward_pattern  /*  name  of  the  module  corresponding  to  the 
downward  pattern  of  the  current  phase  */ 


3 


/j=l,  k=l,  calculate_pattern 


Reach_reference_position 
invoke(Free_down _ 


Movement 


(end  Free  down 


end_downward_movement  a  j^nb_rep 

/j=j+l 


Upward_movement 

invoke(upward_pattem) 


end_upward_movement 


Downward_movement 

invoke(downward_pattem) 


relax 


end_downward_movement  [ 
a  j=nb_rep 


Irepeat  a  k^nb_series 
//  k=k+l,  j=l 


end_phase  k=nb  series 


Relaxation 


Fig.  4.  Specification  of  the  Phase  module 

C.  Level  3:  Upward  and  downward  patterns 

The  modules  of  level  3  represent  the  states  and  the 
switching  control  sequences  required  to  perform  a  give 
movement  pattern.  Thirty-six  modules,  corresponding  to  all 
possible  movement  patterns,  were  developed  to  drive  the 
lower  limb  from  one  extreme  angular  position  to  the  other.  A 
generic  structure  of  the  dynamic  behaviour  of  these  modules 
was  also  identified.  Figure  5a  (respectively,  5b)  depict  this 
generic  structure  for  the  upward  movements  (respectively, 
downward  movements).  The  upward  movement  pattern  is 
discussed  below  (the  behaviour  of  the  downward  pattern  is 
similar).  This  pattern  (Fig.  5a)  comprises  5  basic  states: 


-  an  initial  state,  At_down,  to  keep  the  foot  immobile  at  the 
lower  extreme  angular  position,  by  executing  a  position 
control  law  with  a  reference  Qmax,  corresponding  to  the 
lower  extreme  angular  position  of  the  patient's  limb. 

-  a  progressive  deceleration  state,  Reaching_up,  to  bring  the 
machine  to  the  upper  extreme  angular  position,  0max.  This 
state  is  activated  when  the  angular  deceleration  angle  is 
reached,  i.e.,  6  <  Qmjn+AQ. 

-  a  terminal  state,  end,  to  stop  the  movement  when  the  final 
position  is  attained. 

-  a  main  state.  Active,  that  perform  the  main  control  law  of 
the  corresponding  movement  pattern  (Table  1),  subject  to 
the  required  reference  value.  For  the  case  of  force  and 
velocity  control  laws  (i.e.,  isokinetic  and  isotonic  modes), 
this  state  starts  if  the  force  applied  by  the  patient  exceeds 
the  minimum  working  force.  For  the  other  modes,  related  to 
controlling  the  position  of  the  angular  articulation,  this  state 
starts  if  a  predetermined  position  is  attained. 

-  an  auxiliary  super-state,  comprising  one  or  many  sub-state 
to  execute  the  auxiliary  operations  required,  together  with 
the  main  control  law,  in  view  of  guaranteeing  some  qualit 
and  performance  objectives  related  to  the  current  training 
phase.  On  the  one  hand,  this  state  is  activated  to  stop  the 
machine  if  a  required  medical  constraint  is  not  satisfied 
during  the  active  state.  In  this  case,  the  interrupt  event 
(associated  with  the  input  transition)  symbolises  an 
insufficient  muscular  force,  and  the  state.  Active,  can  be 
resumed  when  the  patient  applies  the  required  force  value. 
On  the  other  hand,  the  Auxiliary  state  may  be  used  to  drive 
the  machine  from  one  working  position  to  another.  In  this 
case  the  event,  interrupt,  represents  a  temporal  condition  to 
limit  the  execution  time  of  the  Activ  state. 


r  At_down  ^ 

y 

Reaching_up 

r  .  ■> 

At_up 

J 

r  Reaching_down 

entry:  reference=0max 

entry:  reference=0mj„ 

entry:  reference-©,,,!,, 

entry: 

^throughout:  Le  ^ 

. . 

^throughout:  L0  ^ 

^throughout:  Le 

reference=0max 

v  V 

5la"^ 


r  .  ■  > 

Active 

^ - '  (y==\ 

f  \ 

Active 

entry: 

^resume  |  Auxiliary  [  \V^// 

entry: 

throughout:  ^ 

- ""1  state  1  ^ - / 

interrupt  . _ ^ 

^throughout: 

interrupt 


a-  upward  movement 


b-  downward  movement 
Fig.  5.  Generic  dynamic  behaviour  for  the  modules  of  level-3 


For  example,  the  upward  pattern  given  by  the  Isokinetic_up 
module  is  depicted  in  Fig.  6.  The  specification  of  the  other 
modules  is  given  in  [2],  The  values  of  the  attributes  f„„  CO,,,, 
0„„„  and  0max  are  to  be  specified  by  a  physiotherapist.  The 
Statecharts  of  the  Isokinetic _up  pattern  give  the  switching 
sequence  of  control  laws  required  to  carry  out  an  Isokinetic 
movement  in  extension.  In  this  case,  the  machine  is  required 
to  train  the  member  with  a  constant-velocity  upward- 
movement,  providing  that  the  patient's  force  exceeds  the 
minimum  required  force,  f„.  During  each  state,  a  position 
control  law,  Le,  or  a  velocity  control  law,  L,„,  is  executed  and 
an  appropriate  (position  or  velocity)  reference  is  initialized. 
When  the  force  applied  by  the  patient,  fest,  exceeds  the 
minimum  working  force  f„,  the  state  Active  is  entered  to 
execute  the  velocity  control  law  representing  the  main 
objective  of  an  Isokinetic  training  phase.  If  the  patient 
reduces  the  applied  force  below  fm,  the  state  Stop  is  activated 


to  bring  the  machine  gradually  to  a  stop  by  executing  a  zero- 
reference  velocity  control  law.  The  state  Active  is  entered 
again  when  the  patient  applies  the  required  force  value.  The 
activity  compensation  is  executed  through  all  the  states  of 
this  module  to  estimate  the  applied  muscular  force,  fest,  on  the 
basis  of  the  force  measured  by  the  force  sensor,  as  well  as  the 
information  related  to  the  gravity  force. 


_ Isokinetic_up _ 

fm  /*  minimum  required  force  of  the  leg  during  state  Active  *1 
COm  /*  velocity  set  point  for  the  active  state  */ 

0min  /*  upper  extreme  angular  position  for  the  patient  */ 

Qmax  /*  lower  extreme  angular  position  for  the  patient  */ 

A9  /*  angular  deceleration  distance  */ 

reference  /*  reference  value  of  the  current  control  law  */ 


At_down 

0  <  0min+A0 

Reaching_up 

throughout:  e  ;  compensation^ 

^throughout:  e ;  compensation. 

6  <  6min+Ae  f 


0=0mi 


/  a  • 

Active 

fest  <  fm 

Stop 

entry:  reference  =  (Dm 

entry:  reference  =  0 

throughout:  w ;  compensation 

4  fest  >  fm 

^throughout:  © ;  compensation 

Fig.  6.  Specification  of  the  Isokinetic_up  module 

IV.  Conclusion 

This  paper  has  proposed  a  generic  formal  model  for 
sequential  control  of  training  machines  for  the  lower  limbs. 
This  model  can  be  instantiated  to  create  a  specific  training 
configuration  for  the  target  machine.  An  object  extension  of 
Statecharts  has  been  used  to  specify  the  generic  model.  This 
extension  is  based  on  a  discrete  model  describing  the  co¬ 
ordinated  tasks  at  the  different  hierarchical  levels  and 
allowing  a  coherent  integration  of  continuous  behaviour 
representing  the  switching  control  laws. 
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